Smartlempe®

BLUETOOTH TYMPANIC THERMOMETER

Pairing Rosie Bluetooth SmartTemp
Tympanic Thermometer to Rosie Tablet

Go to settings
Select Bluetooth, turn it off

Take an ear temp, turn Bluetooth on
Fora IR20 will be one of the available devices
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Select it and it will then move to paired devices

Or

Log in to Partner Login Screen
Select the 3 dashes in the green box
Select Devices

Take an ear temp
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Press SCAN, under Select Device you will see
FORA IR20
Select the 3 dashes in the green box
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Then select Home to get back to all patients screen
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