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VITAL SIGNS MONITOR
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Rosebud ¢

TIME CHANGE

1 - Turn the VC off. The power button should be black, not orange.

2 - Turn the VC back on. In about 10 to 15 seconds you will hear a “beep”.

3 - After the “beep”, press and hold the “C” down until you see NIBP on the screen. Let go of the
“C” button.

4 - Tap the “C” button, and you will see TEM P at the bottom of the screen. If you need to change the
unit of measure tap the BLOOD PRESSURE BUTTON once.

5 - Tap the “C” button again, and you will see the T/ME SET UF If you need to change the time. Tap
the BLOOD PRESSURE BUTTON to change to number value. To move to the next digit, press the
ADULT, CHILD, INFANT button to move to the next digit.

6 - Turn the VC off. The power button should be ZLACK, not orange.

WHERE THE CARING TOUCH AND MEDICAL TECHNOLOGY MEET
RosieCgnnectivity |

N~ SOLUTIONS" Technical Support 800.841.1109 | info@nurserosie.com | nurserosie.com



